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ABSTRACT 


A  new  twelve-cell  oxidation  apparatus 
for  conducting  fuel  stability  tests  using 
ASTM  D2274  Oxidation  Stability  of  Distillate 
Fuel  Oil  (Accelerated  Method)  was  subjected 
to  an  extensive  qualification  procedure.  It 
was  tested  for  physical  integrity  and  tempera¬ 
ture  responsiveness  and  the  twelve  oxygen 
flowmeters  and  the  temperature  controls  were 
calibrated.  Finally,  several  batches  of  fuel 
were  tested  to  compare  operators,  determine 
the  standard  deviation  among  replicates,  and 
ascertain  location  effects.  Insertion  of 
12  cells  containing  350-ml  fuel  each  at  18°C 
( 6 5 ° F )  resulted  in  a  6°C  (11°F)  drop  in  bath 
temperature  with  the  original  bath  temperature 
recovered  in  approximately  20-25  minutes.  The 
fuel  in  the  tubes  reached  set  point  temperature 
within  1°C  (2°F)  in  about  30  minutes.  The 
major  conclusions  were  that  the  apparatus 
is  acceptable  for  running  D2274  accelerated 
stability  tests  and  it  provides  a  bath  of 
uniform  temperature  with  no  location  differ¬ 
ence  of  statistical  significance. 

ADMINISTRATIVE  INFORMATION 

The  work  described  in  this  report  was  conducted  during  Fiscal 
Year  1985  as  part  of  the  Navy  Energy  Program  -  Fuels  Chemistry.  The 
work  was  performed  under  Program  Element  63724N,  Task  Area  Z0838  and 
was  funded  under  the  basic  WR  0003785WR55005  by  the  Naval  Material 
Command,  Code  08E  (Dr.  Alan  Roberts/Wayne  Vreatt).  This  program  was 
block-funded  to  the  David  W.  Taylor  Naval  Ship  Research  and  Develop¬ 
ment  Center  with  Dr.  C.  F.  Krolick  (Code  2750)  as  the  Block  Program 
Manager,  with  Mr.  R.  Strucko  (Code  2759)  as  Program  Engineer,  and 
with  Dr.  E.  W.  White  (Code  2832)  as  the  Technical  Manager  for  the 
Center.  Mr.  Robert  J.  Bowen  was  the  primary  laboratory  chemist, 
although  others  participated. 


INTRODUCTION  AND  BACKGROUND 

In  early  1984,  the  volume  of  existing  and  anticipated  work 
requiring  testing  in  conformance  with  ASTM  D2274  Oxidation  Stability 


of  Distillate  Fuel  Oil  (Accelerated  Method)*  ASTM  D943  Oxidation 
Characteristics  of  Inhibited  Mineral  Oils,  which  use  the  same  basic 
oxidation  apparatus,  necessitated  the  acquisition  of  a  new  unit. 

The  new  apparatus,  received  in  September  1984,  was  able  to  accommodate 
twelve  oxidation  cells  in  contrast  to  the  eight  cell  capacity  of  the 
Center's  other  units. 

Upon  completion  of  the  basic  physical  and  electrical  installation 
of  the  heating  bath,  laboratory  personnel  undertook  the  assembly  of 
the  glassware  and  accessory  equipment,  and  subjected  the  assembled 
apparatus  to  qualification  testing.  Oua 1 i f i ca t ion  testing,  as  used 
in  this  report,  encompasses  four  activities,  specifically: 

1.  Testing  for  physical  integrity  -  primarily  for  absence  of 
leaks  from  the  liquid  and  oxygen  systems;  and  for  the  operability  of 
the  fluid  circulation  systems  and  of  the  electric  heating  system. 

2.  Testing  for  temperature  responsiveness,  i.e.,  determining 
how  quickly  the  electric  heating  system  returns  the  bath  temperature 
to  its  set  point  after  cooling  induced  by  the  introduction  of  the 
twelve  oxidation  cells  containing  fuel  at  room  temperature. 

3.  Calibrating  the  twelve  oxygen  flow  meters  and  of  the 
temperature  measurement  and  control  devices. 

4.  Conducting  several  runs  to  provide  an  overall  check  of  the 
system  operability,  to  compare  operators,  to  determine  the  standard 
deviation  or  variance  among  replicates,  and  to  ascertain  whether  there 
are  cell  location  effects. 

This  report  describes  the  apparatus  and  the  procedures  used  in 
its  qualification,  presents  the  data  obtained  in  the  testing,  and 
provides  a  discussion  of  results. 


*"1984  Annual  Rook  of  ASTM  Standards,"  Vol .  05.02  Petroleum 
Products  and  Lubricants,  American  Society  for  Testing  and  Materials, 
Philadelphia,  PA  (1984). 


DESCRIPTION  OF  APPARATUS 

In  AS TM  D2274  ,  a  350  ml*  volume  of  filtered  fuel  is  aged  for 
16  hr  at  95°C  (203°F)  in  a  45  mm  o.d.  (1-3/4  in.)  x  600  ml  (23-5/8  in.) 
oxidation  cell  while  oxygen  is  bubbled  through  the  fuel  at  3  L/hr. 

After  aging  and  cooling  to  room  temperature,  the  total  amount  of 
insoluble  (filterable  insolubles  plus  adherent  insolubles)  is 
determined.  The  heating  bath  must  be  capable  of  controlling  the 
temperature  of  the  fuel  in  the  oxidation  cells  within  0.2°C  (0.4°F) 
and  the  oxygen  flowmeters  (one  for  each  oxidation  cell)  must  have  an 
accuracy  of  0.3  L/hr. 

A  photograph  of  the  twelve  cell  oxidation  unit  is  shown  in 
Figure  1.  Major  specification  details  are  also  listed.  A  schematic 
diagram  showing  the  arrangements  of  the  oxygen  and  cooling  water 
systems  and  the  general  assembly  of  each  cell  is  shown  in  Figure  2. 

To  bring  the  heating  bath  to  the  desired  temperature  and  to 
control  that  temperature  within  the  +_  0.2°C  ASTM  D2274  limits,  the 
manufacturer  provided  a  230  volt,  50/60  Hz,  16  ampere  system  con¬ 
taining  a  thermostatically-controlled,  750-watt  heater;  two  1500-watt 
heaters  that  can  be  turned  on  or  off  by  a  toggle  switch,  a  1/20  hp 
stirrer,  and  a  thermistor  probe  with  a  solid  state  controller. 

To  control  the  oxygen  flow  to  each  oxidation  cell,  the 
manufacturer  mounted  highly  accurate  flowmeters  on  a  common  manifold 
and  a  sensitive  needle  valve  to  each  cell.  With  this  arrangement, 
an  accuracy  of  3  +  0.01  L/hr  is  claimed. 

PROCEDURES  FOR  QUALIFICATION  AND  CALIBRATION 

TESTING  FOR  PH YS I CAL  INTEGRITY  AND  OPERABILITY 

The  first  step  in  qualifying  the  apparatus  consisted  of  three 
checks  of  integrity  and  of  mechanical  operability: 

1.  The  heating  bath  was  filled  with  about  72  liters  of  low 
viscosity  silicone  oil  and  the  operator  checked  for  any  leaks. 

*A  complete  list  of  abbreviations  is  given  on  page  v. 
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Supplier:  Koehler  Instrument  Company,  Inc. 
Bohemia,  New  York 


Model:  K122-12A 


Serial  :  320 


NIN:  167-737538 


Dimensions:  57  x  48  x  81  cm  (22-1/2  x  19  x  32  in) 

Tank  Capacity:  71.9  liters  (19  qal),  approximately 

Net  Weiqht:  58.9  kq  (130  lb),  includinp  glassware 


Finure  1  -  Photopraoh  of  Twelve-Cell  Oxidation  Apparatus 
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2. 


The  electrical  system  was  turned  on  and  the  operator 
checked  that  the  stirrer  and  the  electric  heaters  in  the  heating 
bath  were  operating. 

3.  Valves  in  the  oxygen  supply  system  were  opened  and  the 
various  connections  in  the  system  were  checked  for  leaks  with  soap 
so lu  t ion . 

TESTING  FOR  TEMPERATURE  RESPONSIVENESS 

Tests  were  conducted  to  determine  how  quickly  all  three  heaters, 
would  bring  the  bath  oil  up  to  the  95°C  (203°F)  operating  temperature 
Once  the  bath  had  reached  temperature,  a  type-T  copper-constantan 
thermocouple  probe  with  a  Doric  Minitrend  205  digital  read-out  was 
used  to  ascertain  uniformity  of  bath  temperature  by  testing  the  four 
corners  of  the  bath  and  comparing  those  values  with  the  mid-bath 
temperature . 

To  test  the  effect  of  placing  samples  in  the  bath,  twelve 
oxidation  cells,  each  containing  350  ml  of  fuel  at  about  18°C  (65°F), 
were  placed  in  the  bath.  Then  bath  temperatures  were  measured  at 
2  to  5  min  intervals  to  establish  the  temperature  recovery  response 
curve.  Simultaneously,  the  temperature  of  the  fuel  in  one  of  the  mid 
bath  cells,  through  which  oxygen  was  flowing  at  a  rate  of  3  L/hr,  was 
measured  to  determine  how  fast  it  approached  the  95°C  operating 
t  empe  ra  t  ure . 

CALIBRATION  OF  INSTRUMENTS 

The  oxygen  flow  meters  furnished  by  the  supplier  were  Brooks 
type  R-2-15-AAA  rotameters  with  a  0  -  150  scale.  A  calibration 
curve  provided  with  the  rotameters  showed  they  were  capable  of 
measuring  oxygen  flows  of  0  -  4.2  L/hr  under  standard  conditions 
of  one  atmosphere  of  pressure  and  70°F  (about  21°C). 

The  oxygen  rotameter  calibration  curves  showed  that  they  should 
deliver  3.0  L/hr  at  a  scale  setting  of  120,  which  is  the  volume 
flow  rate  specified  in  the  ASTM  D2274  procedure.  This  was  checked 
on  all  twelve  rotameters  using  a  Hewlett-Packard  soap-film  flow 
meter  as  a  secondary  standard. 


The  temperature  setting  on  the  thermostatically-controlled, 
750-watt  heater  is  a  ten-turn  potentiometer.  Tests  were  run  to 
determine  the  setting  of  this  device.  Bath  temperatures  were 
originally  determined  by  placing  a  part ia 1- immers ion ,  0  -  110°C, 
mercury  glass  thermometer  through  the  port  provided  for  this  purpose 
by  the  manufacturer.  Later,  the  copper-constantan  thermocouple  with 
the  Doric  digital  read-out  was  substituted.  The  Doric  instrument  had 
been  calibrated  by  the  Center's  Central  Instrumentation  Department. 

CONDUCTING  TRIAL  RUNS 

Several  trial  runs  were  made  to  test  the  apparatus  over  the 
normal  operating  period  (16  hr),  to  compare  operators  and  procedures, 
and  to  ascertain  whether  cell  location  in  the  bath  made  any  dif¬ 
ference.  The  fuel  used  was  a  military  diesel  fuel  that  had  been 
acquired  some  months  earlier  after  prior  extended  storage  at  a 
facility  in  Arkansas.  Some  fuel  properties  are  shown  in  Table  1. 

TABLE  1  -  SELECTED  PROPERTIES  OF  ARKANSAS  FUEL 


Physical  Properties 

Gravity,  degree,  API  at  15.6°C  35.0 

ASTM  Color  2.0 

Viscosity,  cSt  at  40°C  2.3 

Pour  Point,  °C  -31 

Cloud  Point,  °C  -21 

Demu Is ibi 1 i ty  Time,  min.  2 

Flash  Point,  °C  77 

Dist illation 

50%  point,  °C  256 

90%  point, °C  302 

End  Point,  °C  330 

Chemical  Properties 

Sulfur  Content  (Wt  %)  0.40 

Carbon  Residue  on  10%  bottoms,  ( Wt  %)  0.05 

Water  and  Sediment,  (%  Vol)  0.002 

Ash  Content  (Wt  %)  0.003 

Acid  Number,  mg  KOH/g  0.02 

Accelerated  Stability,  mg/100  ml  3.2 


Two  operators  each  ran  twelve-cell  replicates.  One  operator, 
an  experienced  laboratory  chemist,  used  membrane  filters  in  each 
filtration  step.  The  second,  a  chemistry  student  from  a  local 
university,  used  membrane  filters  in  working  up  six  of  the  cells 
and  the  current  ASTM  D2274  glass-fiber  filter  paper  technigue  in 
working  up  the  other  six  cells. 

The  various  trial  results  were  compared  statistically.  Standard 
deviations  were  obtained  for  each  operator's  results,  for  each  of 
the  two  types  of  filtration,  and  for  each  of  three  locations  (see 
Figure  3).  These  were  then  used  to  test  the  null  hypothesis  by  the 
Student-t  technique  to  determine  if  the  differences  were  significant. 
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DISCUSSION  OF  RESULTS 


PHYSICAL  INTEGRITY  AND  OPERABILITY 

After  the  heating  bath  had  been  filled  with  silicone  heat 
transfer  oil,  a  visual  examination  showed  the  apparatus  to  be  free 
of  leaks.  The  electrical  system  was  found  to  be  operable,  i.e.,  all 
three  of  the  electrical  heaters  were  functional  and  the  circulating 
system  stirrer  was  operating.  A  test  of  the  oxygen  system  con¬ 
nections  using  soap  solution  showed  them  to  be  free  of  leaks.  In 
short,  the  apparatus  passed  the  tests  for  physical  integrity  and 
operabi li ty. 


TEMPERATURE  RESPONSIVENESS 

The  heating  bath  can  be  brought  from  a  room  temperature  of  about 
18°C  (65°F)  to  an  operating  temperature  of  95°C  in  about  an  hour  when 
all  three  heating  elements  are  used.  With  only  the  two  1500  watt 
units  in  use,  it  takes  about  2  hr;  and  with  only  the  750  watt, 
thermostatically-controlled  heater  in  operation,  it  takes  between 
3  and  4  hr.  When  time  permits,  the  operators  prefer  to  use  only  the 
750  watt  heater,  because  the  other  heaters  are  not  thermostat ica 1 ly- 
controlled.  Hence,  the  bath  temperature  can  overshoot  the  desired 
set  point  when  the  auxiliary  heating  elements  are  employed  if  not 
monitored  closely. 

After  the  bath  had  reached  95°C  (203°F)  as  measured  by  a 
pa r t i a  1 - imme rs ion ,  glass  thermometer,  the  uniformity  of  temperature 
was  checked  using  a  thermocouple  probe.  The  probe  recorded  tempera¬ 
tures  of  slightly  over  93°C  (200°F)  both  at  the  middle  of  the  bath 
and  at  each  of  the  four  corners.  This  showed  a  good  uniformity  of 
temperature  throughout  the  bath,  and  also  revealed  a  discrepancy 
between  the  temperatures  measured  by  the  glass  thermometer  and  those 
indicated  by  the  thermocouple  probe. 

The  results  given  by  the  thermocouple  probe  were  deemed  the 
more  reliable  for  several  reasons.  First,  the  Doric  instrument  had 
been  calibrated  and  thermocouples  in  general  are  quite  accurate. 


Second,  the  glass  thermometer  was  a  partial  immersion  type  in  which 
the  exposed  stem  is  supposed  to  be  exposed  to  room  temperature 
surroundings.  In  the  current  use,  the  stem  was  exposed  to  high 
temperatures  above  the  heating  oil  surface  and  would  thus  be  expected 
to  read  higher  than  it  should.  The  thermocouple  system  has  been 
adopted  for  all  subsequent  use  of  the  apparatus. 

Figure  4  shows  the  effect  on  the  bath  oil  temperature  of  insert¬ 
ing  twelve  oxidation  cells  (each  containing  350  ml  of  fuel  at  about 
18°C  (65°F)).  The  temperature  measured  by  the  thermocouple  probe 
dropped  rapidly  from  slightly  over  93°C  (200°F)  to  a  low  of  about 
87 °C  (189°F)  after  seven  minutes.  Then,  the  750  watt  heater  began 
to  raise  the  bath  oil  temperature  to  the  set  point  at  an  average  rate 
of  0.3°C  (0.5°F)  per  min.  After  20  min  from  the  insertion  of  the 
cells,  the  bath  temperature  had  regained  about  two-thirds  of  the  lost 
temperature  and  had  reached  slightly  over  91°C  (196°F).  Measurements 
were  stopped  at  this  point,  but  extrapolation  of  the  temperature 
curve  indicates  full  recovery  would  have  been  attained  in  about 
1/2  hr. 

Figure  5  shows  the  temperature  variation  of  the  fuel  in  one  of 
the  oxidation  cells  near  the  center  of  the  cluster.  The  fuel  temper¬ 
ature,  which  started  at  about  18°C  (65°F),  rose  rapidly.  By  the 
time  the  bath  oil  had  dropped  to  its  lowest  temperature,  i.e.,  after 
seven  minutes,  the  temperature  of  the  fuel  in  the  oxidation  cell  had 
climbed  to  about  77°C  (170°F).  Within  30  min,  the  fuel  temperature 
had  reached  slightly  above  92°C  (198°F),  i.e.,  within  about  1°C  (2°F) 
of  the  bath  temperature.  A  similar  temperature  level  after  42  min 
indicated  that  this  is  the  equilibrium  temperature.  The  1/2  hr 
required  for  the  fuel  to  reach  the  test  temperature  is  a  small 
fraction  of  the  full  16-hr  test  period  and  will  not  produce  any 
major  effect  on  the  results. 


Effect  of  cell  insertion  on  bath  temperature 


TION 


ASTM  D2274  is  slightly  ambiguous  regarding  the  temperature  of 
the  fuel  in  the  oxidation  cell.  It  mentions  both  aging  at  95 °C  and 
aging  in  a  bath  at  95°C.  The  slight  discrepancy  between  the  bath 
temperature  and  the  fuel  temperature  noted  in  the  previous  para¬ 
graph  indicates  that  different  interpretations  of  D2274  could  lead 
to  slightly  different  fuel  aging  temperatures  at  two  different 
laboratories.  A  clarification  of  intent  should  be  provided  in  the 
next  draft  of  ASTM  D2274  . 

CALIBRATION 

Flow  rates  at  a  scale  setting  of  120  on  the  Brooks  rotameters 
were  found  by  use  of  the  soap  film  flow  meter  to  be  3.0  +_  0.1  1/hr. 

RESULTS  OF  TRIAL  RUNS 
Comparison  Between  Operators 

The  overall  results  obtained  by  the  two  operators  are  summarized 
in  Table  2.  The  data  of  the  first  operator  are  based  on  twelve  data 
points  in  each  case.  The  second  operator  experienced  some  breakage, 
so  the  data  for  the  filterable  insolubles  are  based  on  only  ten  data 
points.  The  data  for  the  adherent  insolubles  and  for  the  total 
insolubles  are  based  on  only  nine  data  points. 

TABLE  2  -  COMPARISON  OF  RESULTS  FROM  TWO  OPERATORS 


i  Range  Mean 

Standard 
Dev iat ion 

i 

mg/ 100  ml 

First  Operator 

Adherent  Insolubles 
Filterable  Insolubles 
Total  Insolubles 

Second  Operator 

Adherent  Insolubles 
Filterable  Insolubles 
Total  Insolubles 


Several  interesting  points  are  noted.  First,  both  operators 
obtained  essentially  the  same  values  for  the  average  adherent 
insolubles,  (0.99  mg/100  ml  for  the  first  operator  and  1.00  mg/ 

100  ml  for  the  second)  and  the  standard  deviation  associated  with 
these  values  (1.20  and  0.19,  respectively)  were  almost  identical. 

Second,  the  average  levels  of  filterable  insolubles  differed 
greatly  (2.85  mg/100  ml  for  the  first  operator  versus  3.22  mg/100  ml 
for  the  second  operator).  Naturally,  this  led  to  a  major  difference 
in  the  average  total  insolubles  obtained  by  the  two  operators 
(3. 84  mg/100  ml  for  the  first  operator  versus  4.19  mg/100  ml  for  the 
second).  A  Student-t  test  of  the  null  hypothesis  indicates  that  the 
two  results  are  significantly  different  (98%  confidence  level),  even 
though  the  difference  between  the  means  is  only  about  9%. 

Comparison  Between  Filter  Systems 

The  second  operator  obtained  five  data  points  with  the  Gooch 
filter  system  specified  in  the  existing  C2274  and  four  data  points 
with  a  Millipore  membrane  filter.  Table  3  summarizes  the  results 
obtained  by  the  two  procedures. 

TART, F  3  -  TWO  METHODS  OF  DETERMINING  FILTERABLE  INSOLUBLES 
GOOCH  VERSUS  MEMBRANE  FILTRATION 

Item  Range  Average  Standard 

_ Dev iat ion 

_ mg/100  ml _ 

Gooch  Glass-Fiber  Paper 


Adherent  Insolubles 

P.73  - 

1.14 

0 .96 

0.19 

Filterable  Insolubles 

3.17  - 

3.80 

3.31 

0 . 28 

Total  Insolubles 

3.94  - 

4 .89 

4.24 

0 . 39 

r  a  n  e  Filter 

Adherent  Insolubles 

0.89  - 

1  .33 

1.05 

0.20 

F i  1 1  e  r  a  b 1 o  Insolubles 

2.67  - 

3.  51 

3.09 

0.3  5 

Total  Tnsolubles 

3.  58  - 

4 .49 

4.13 

0.41 

Adherent  gum  determinations,  which  are  not  affected  by  the  filter 
system  used,  are  approx i ma te ly  the  same--0.96  mg/100  ml  in  the 
conventional  D2274  procedure  and  1.05  mg/100  ml  in  the  membrane 
procedure — with  standard  deviations  of  0.19  and  0.20  mg/100  ml, 
respect ive  ly . 

As  expected,  differences  of  larger  magnitude  do  appear  in  the 
values  of  the  filterable  insolubles.  Surprisingly,  the  membrane 
filter  with  a  nominal  1.2  pm  pore  size  captured  a  smaller  average 
quantity  (3.09  mg/100  ml)  of  filterable  material  than  the  3.31  mg/ 
100  ml  captured  by  the  coarser  1.6  ym  glass-fiber  filter  paper 
specified  in  the  D2274  procedure.  However,  the  glass-fiber  filter 
medium  is  used  in  a  double  layer  so  the  effective  porosity  was 
probably  less  than  1.6  ym.  Moreover,  the  difference  between  the 
two  means  is  not  statistically  significant. 

The  resultant  total  insolubles  obtained  by  the  two  procedures 
are,  on  average,  quite  similar — 4.24  mg/100  ml  by  the  conventional 
procedure  and  4.13  mg/100  ml  by  the  membrane  filtration  procedure, 
with  standard  deviations  of  0.39  and  0.41  mg/100  ml,  respectively. 
The  Student-t.  test  indicates  that  these  differences  are  not 
statistically  significant  at  the  95%  confidence  level. 

Comparisons  Among  Locations 

The  sets  of  twelve  data  points  obtained  by  the  first  operator 
have  been  used  to  evaluate  possible  differences  that  might  result 
from  the  chance  location  of  an  oxidation  cell  in  different  parts  of 
the  heating  bath.  The  three  major  points  of  comparison  were  those 
of  the  front  bank  of  cells  versus  the  rear  bank;  the  cells  left  of 
the  mid-point,  versus  those  right  of  the  mid-point;  and  the  end  cells 
versus  those  in  the  interior  (See  Figure  3).  The  average  level  of 
total  insolubles  for  each  of  these  groups  of  oxidation  cells  is 
shown  in  Table  4. 


TABLF  4  -  AVFRAGF  TOTAL  IGSoLURLFS  FOR  DIFFFRFNT  LOCATIONS 


Loca t i on 

Range 

Average 

Standard 

Deviation 

r 

ng/100  ml 

Front  bank 

3.75  - 

4.09 

3.91 

0.15 

Rear  bank 

3.48  - 

4 . 06 

3 . 77 

0.21 

R  i  gh  t  side 

3.48  - 

4.09 

3.85 

0.23 

Left  si  de 

3.58- 

4 . 06 

3.83 

0.16 

F  n  d  g  r  ou  p 

3.48  - 

3.88 

3.79 

0.15 

Inner  group 

3.58- 

4 . 09 

3 .89 

0 .22 

Table  4  indicates  that  the  averages  of  the  total  insolubles  for 
each  pair  of  locations  are  very  close.  The  front-rear  comparison 
shows  3.91  mg/100  ml  for  the  front  bank  versus  3.77  mg/100  ml  for  the 
rear  bank  of  cells.  The  right-left  comparison  yields  3.85  mg/100  ml 
for  the  right  half  versus  3.83  mg/100  ml  for  the  left  half.  The  six 
end  cells  yielded  total  insolubles  averaging  3.79  mg/100  ml  versus 
3.89  mg/100  ml  for  the  six  interior  cells.  The  Student-t  evaluations 
show  that  none  of  these  differences  is  significant  at  the  95% 
confidence  level. 

CONCLUSIONS 

The  major  conclusions  that  can  be  reached  from  the  information 
contained  in  this  report  are  that: 

1.  The  apparatus  is  acceptable  for  running  ASTM  D2274  stability 
tests  as  judged  by  its  physical  integrity,  mechanical  operability, 
ability  to  control  oxygen  flow  rates,  and  responsiveness  to  temper¬ 
ature  change  caused  by  insertion  of  oxidation  colls. 


2.  The  apparatus  prov  i  ties  a  hath  of  unit  u"'  t  «>mp«»rat  tire  with 
no  location  difference  of  statistical  significance. 

3.  The  use  of  Millipore  membrane  vs  glass  fiber  filters  for 
the  filtration  required  in  A  STM  13227  4  yields  tot  a  l  insoluble  levels 
that  are  not  statistically  different. 

4.  Differences  in  the  results  obtained  by  two  operators  are 
probably  significant  at  the  98?.  confidence  level.  This  supports 
information  obtained  in  previous  work  that  the  operator  technique 
may  be  the  major  factor  in  differences  in  reproducibility  between 
labs. 
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